A microcomputer-based averager.
A disadvantage of commercially available averagers is the time needed for the output routine. This paper describes a microcomputer, programmed as an averager, with additional features to obtain an examination time as short as possible, which indeed is important for clinical application. Through this apparatus, the time needed for a standard ERG and VECP examination could be reduced from 50 to 25 min.